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Actuation of chitosan-aptamer nanobrush borders for pathogen sensing
Abstract
We demonstrate a sensing mechanism for rapid detection of Listeria monocytogenes in food samples using
the actuation of chitosan-aptamer nanobrush borders. The bio-inspired soft material and sensing strategy
mimic natural symbiotic systems, where low levels of bacteria are selectively captured from complex matrices.
To engineer this biomimetic system, we first develop reduced graphene oxide/nanoplatinum (rGO-nPt)
electrodes, and characterize the fundamental electrochemical behavior in the presence and absence of
chitosan nanobrushes during actuation (pH-stimulated osmotic swelling). We then characterize the
electrochemical behavior of the nanobrush when receptors (antibodies or DNA aptamers) are conjugated to
the surface. Finally, we test various techniques to determine the most efficient capture strategy based on
nanobrush actuation, and then apply the biosensors in a food product. Maximum cell capture occurs when
aptamers conjugated to the nanobrush bind cells in the extended conformation (pH < 6), followed by
impedance measurement in the collapsed nanobrush conformation (pH > 6). The aptamer-nanobrush hybrid
material was more efficient than the antibody-nanobrush material, which was likely due to the relatively high
adsorption capacity for aptamers. The biomimetic material was used to develop a rapid test (17 min) for
selectively detecting L. monocytogenes at concentrations ranging from 9 to 107 CFU-mL-1 with no pre-
concentration, and in the presence of other gram-positive cells (Listeria innocua and Staphylococcus aureus).
Use of this bio-inspired material is among the most efficient for L. monocytogenes sensing to date, and does
not require sample pretreatment, making nanobrush borders a promising new material for rapid pathogen
detection in food.
Keywords
Listeria monocytogenes, aptamer, nanobrush, chitosan, food safety, biosensor
Disciplines
Biomechanical Engineering | Food Biotechnology | Food Science | Mechanical Engineering | Nanoscience
and Nanotechnology
Comments
This is a manuscript of the article K. D. Hills, D. A. Oliveira, N. D. Cavallaro, C. L. Gomes and E. S.
McLamore, "Actuation of chitosan-aptamer nanobrush borders for pathogen sensing," Analyst, 2018, DOI:
10.1039/C7AN02039B. Posted with permission.
This article is available at Iowa State University Digital Repository: https://lib.dr.iastate.edu/me_pubs/274
This is an Accepted Manuscript, which has been through the  
Royal Society of Chemistry peer review process and has been 
accepted for publication.
Accepted Manuscripts are published online shortly after 
acceptance, before technical editing, formatting and proof reading. 
Using this free service, authors can make their results available 
to the community, in citable form, before we publish the edited 
article. We will replace this Accepted Manuscript with the edited 
and formatted Advance Article as soon as it is available.
You can find more information about Accepted Manuscripts in the 
author guidelines.
Please note that technical editing may introduce minor changes 
to the text and/or graphics, which may alter content. The journal’s 
standard Terms & Conditions and the ethical guidelines, outlined 
in our author and reviewer resource centre, still apply. In no 
event shall the Royal Society of Chemistry be held responsible 
for any errors or omissions in this Accepted Manuscript or any 
consequences arising from the use of any information it contains. 
Accepted Manuscript
rsc.li/analyst
Analyst
www.rsc.org/analyst
ISSN 0003-2654
PAPER
Michele Zagnoni et al. 
Emulsion technologies for multicellular tumour spheroid radiation assays
Volume 141 Number 1 7 January 2016 Pages 1–354
Analyst
View Article Online
View Journal
This article can be cited before page numbers have been issued, to do this please use:  K. D. Hills, D. A.
Oliveira, N. D. Cavallaro, C. L. Gomes and E. S. McLamore, Analyst, 2018, DOI: 10.1039/C7AN02039B.
  
1
Actuation of chitosan-aptamer nanobrush borders for 
pathogen sensing 
Katherine D. Hills
1
, Daniela Alves De Oliveira
1
, Nicholas D. Cavallaro
2
, Carmen L. Gomes
1,3*
, 
Eric S. McLamore
2  
1
Biological and Agricultural Engineering, Texas A&M University 
2
Agricultural and Biological Engineering, Institute of Food and Agricultural Science, University 
of Florida  
3
Mechanical Engineering, Iowa State University 
*
Corresponding Author: 2012 Black Engineering Building, Ames, Iowa – 50011; Phone: (979) 
739-0050; email: carmen@iastate.edu  
KEYWORDS: Listeria monocytogenes, aptamer, nanobrush, chitosan, food safety, biosensor  
  
Page 1 of 33 Analyst
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60
A
na
ly
st
A
cc
ep
te
d
M
an
us
cr
ip
t
Pu
bl
ish
ed
 o
n 
08
 M
ar
ch
 2
01
8.
 D
ow
nl
oa
de
d 
by
 Io
w
a 
St
at
e 
U
ni
ve
rs
ity
 o
n 
14
/0
3/
20
18
 2
0:
43
:4
4.
 
View Article Online
DOI: 10.1039/C7AN02039B
  
2
ABSTRACT: We demonstrate a sensing mechanism for rapid detection of Listeria 
monocytogenes in food samples using the actuation of chitosan-aptamer nanobrush borders. The 
bio-inspired soft material and sensing strategy mimic natural symbiotic systems, where low 
levels of bacteria are selectively captured from complex matrices. To engineer this biomimetic 
system, we first develop reduced graphene oxide/nanoplatinum (rGO-nPt) electrodes, and 
characterize the fundamental electrochemical behavior in the presence and absence of chitosan 
nanobrushes during actuation (pH-stimulated osmotic swelling). We then characterize the 
electrochemical behavior of the nanobrush when receptors (antibodies or DNA aptamers) are 
conjugated to the surface. Finally, we test various techniques to determine the most efficient 
capture strategy based on nanobrush actuation, and then apply the biosensors in a food product. 
Maximum cell capture occurs when aptamers conjugated to the nanobrush bind cells in the 
extended conformation (pH < 6), followed by impedance measurement in the collapsed 
nanobrush conformation (pH > 6). The aptamer-nanobrush hybrid material was more efficient 
than the antibody-nanobrush material, which was likely due to the relatively high adsorption 
capacity for aptamers. The biomimetic material was used to develop a rapid test (17 min) for 
selectively detecting L. monocytogenes at concentrations ranging from 9 to 10
7
 CFU-mL
-1
 with 
no pre-concentration, and in the presence of other gram-positive cells (Listeria innocua and 
Staphylococcus aureus). Use of this bio-inspired material is among the most efficient for L. 
monocytogenes sensing to date, and does not require sample pretreatment, making nanobrush 
borders a promising new material for rapid pathogen detection in food. 
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Graphical Table of Contents  
 
Nanobrush border sensing strategy for bacteria capture uses a combination of receptor-target 
binding and electrostatic interactions during stimulus-response actuation.
Page 3 of 33 Analyst
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60
A
na
ly
st
A
cc
ep
te
d
M
an
us
cr
ip
t
Pu
bl
ish
ed
 o
n 
08
 M
ar
ch
 2
01
8.
 D
ow
nl
oa
de
d 
by
 Io
w
a 
St
at
e 
U
ni
ve
rs
ity
 o
n 
14
/0
3/
20
18
 2
0:
43
:4
4.
 
View Article Online
DOI: 10.1039/C7AN02039B
  
4
Introduction 
Listeria monocytogenes is one of the top three causes of death from foodborne illness in the 
world
1, 2
. Within the U.S., L. monocytogenes has been a persistent problem since the 1980s and 
the number of food recalls related to Listeria contamination has increased since implementation 
of the food safety modernization act (FSMA) in 2011
3
. Listeria is a ubiquitous species in 
water/soil and is transmitted to humans when contaminated water/soil comes into contact, 
whether directly or indirectly, with food meant for human consumption. L. monocytogenes can 
proliferate under low moisture content, high salinity conditions, or at temperatures associated 
with common refrigerator/freezer units, which makes the organism particularly difficult to 
monitor in food processing environments
4
. Recent recalls of cut vegetables, frozen corn/spinach, 
ice cream, various juices, smoked salmon, fresh produce, nuts, and frozen vegetables have 
occurred due to possible L. monocytogenes contamination
5
. Rapid sensors for detecting L. 
monocytogenes are needed, as the economic losses due to contamination are considerable
6
. These 
recent recalls and economic issues are direct evidence that there is a pressing need for rapid, 
label-free biosensors that can be used for measuring L. monocytogenes.  
Analysis of food pathogens such as L. monocytogenes in food processing environments 
typically utilizes culture-based techniques, forward scattering phenotyping, or indirect detection 
via techniques such as polymerase chain reaction (see review by Wang and Salazar
7
). These 
technologies are selective and accurate, but are laborious, require extensive user training, 
addition of reagents/labels, careful control of environmental conditions, and at least 8-24 hours 
for confirmation
8, 9
. Due to these technological issues, a number of biosensors and immunoassays 
have been developed with the aim of enhancing rapid detection (reviewed in detail by Su et 
al.
10
). Most modern biosensors utilize nanomaterial structures as the transducer layer (e.g., 
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nanocarbon, nanometal, dichalchogenides, or hybrid materials) and one or more receptor such as 
proteins, peptides, or oligonucleotides
11-14
. For example, common pathogen schemes include 
sandwich immunoassays on carbon nanotubes
15
, graphene oxide or molydisulfide sensors coated 
with aptamers
16, 17
, gold nanoparticle-conjugated antibodies
18
, and a variety of other techniques 
(see review by Vanegas et al.
19
). To resolve problematic issues with matrix effects from food 
samples, many groups have developed pre-separation and/or pre-concentration methods 
upstream of the sensor, such as immunomagnetic separation
20
, magnetic nanoparticle 
separation
21
, dielectrophoretic separation
22
, magnetic relaxation switching
23
, 
immunochromatography
24
, acoustofluidic sorting
25
, ferrofluidic manipulation
26
, or 
hydrodynamic focusing
27
. Although the combination of pre-treatment methods with state-of-the-
art rapid nano-biosensors has demonstrated success in food safety monitoring, the limit of 
detection (LOD) is approximately 10
2
 to 10
3
 CFU-mL
-1
 in real food samples, which is not 
adequate for many facilities
7, 9
. Thus, there is a pressing need for simple, low cost sensor 
materials that can enhance nano-biosensor performance at a LOD of at least 10 CFU-mL
-1
 in the 
food matrix (or lower) and complement standard microbial analyses by providing high 
throughput analysis.  
In nature, there are many examples of highly selective bacteria capture by protrusions (i.e., 
microvilli) that undergo actuation induced by changes in local chemical and/or microfluidic 
conditions. For example, symbiosis between the Hawaiian bobtail squid (Euprymna scolopes) 
and a Gram-positive luminescent marine bacterium (symbiont competent Vibrio fischerii) is 
based on selective recruitment and colonization of a “light organ” covered by a ciliated brush 
border
28
. Remarkably, symbiont-competent V. fischerii represent less than 0.1% of the marine 
bacterioplankton population, yet juvenile animals are capable of selectively recruiting V. fischerii 
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to the light organ each day after venting 90% of the luminescent bacteria
28
. Actuation of the cilia 
brush border is thought to play a major role in this selective capture of V. fischerii
29
. There are 
many other examples in nature, such as the intestinal epithelium, where brush borders are 
involved in both cell adhesion
30
 and repulsion
31
, depending on specific electrostatic interactions. 
The high selectivity of brush borders in natural systems serves as an excellent inspiration for 
design and fabrication of a biomimetic material for fabricating pathogen sensors based on 
stimulus-response nanobrushes.  
The most common stimulus-response materials that could be used for an engineered brush 
border system include poly(N-isopropyl acrylamide) (temperature sensitive nanobrush), ionic 
polymer-metal composites (charge sensitive nanobrush)
32
, or chitosan (pH-sensitive 
nanobrush)
33-35
. Among these materials, chitosan (CHI) is one of the most attractive for analysis 
of food, as the polymer is biocompatible, low cost, and has unique stimulus-response properties 
that can be easily controlled
36
. Using these material properties, a variety of CHI nanocomposites 
have been created, with applications including: water disinfection
37
, antimicrobial food coating
38
, 
electromechanical switches and actuators
39, 40
, cancer cell irradiation
41
, drug delivery
42
, and 
sensors
43
. 
In this work, we focus on development of a new biomimetic material for capture of pathogens 
(L. monocytogenes) in food samples using CHI nanobrushes decorated with various receptors 
(Scheme 1). We demonstrate development of a rapid, label-free biosensor based on a hybrid 
nanomaterial that uses actuation of CHI nanobrushes on graphene/nanoplatinum electrodes to 
“recruit” target cells through a combination of electrostatic interactions and receptor-cell 
binding. We test two different types of receptors on the nanobrush, namely a 160 kDa polyclonal 
IgG and a 47-mer DNA aptamer specific to internalin A, a cell surface invasion protein found on 
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Listeria. We show that the nanobrush biosensor can selectively detect L. monocytogenes (95% 
accuracy) in a food matrix over other Gram-positive cells, which represents a new breakthrough 
in biomimetic soft materials for sensing. 
 
 
Scheme 1. Nanobrush sensing strategy for selective bacteria capture. Top: Stimulus-responsive 
chitosan (CHI) nanobrushes are decorated with receptors that bind a cell surface target (a DNA 
47-mer targeting Internalin A on Listeria monocytogenes is shown as an example). Bottom: 
Nanobrush is actuated from collapsed to extended states based on pH changes. The nanobrush is 
first extended (pH< 6), facilitating cell capture due to a combination of electrostatic interactions 
and receptor-target binding, and then measurement (sensing) is conducted in the collapsed 
nanobrush state (pH >6).  
 
Results and discussion 
Nanobrush morphology  
The reduced graphene oxide-nanoplatinum (rGO-nPt) electrode coating consisted of 118 ± 27 
nm nPt fractal nodes on larger microstructures that covered the rGO surface (see supplemental 
Figure S1 for additional SEM images). The size of these nPt fractal clusters is similar to previous 
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work using similar materials
11, 44, 45
. When CHI was electrodeposited on the rGO-nPt surface 
(Figure 1a), nanobrush structures with an average diameter of 126 ± 54 nm were formed; this 
diameter was not significantly different than the outermost terminal cluster of the nPt (p=0.031, 
α=0.05; see Figure 1d for image analysis
46
). The nanobrush length (862 ± 539 nm) varied 
significantly, although the precise length is difficult to determine as the underlying nPt structure 
is not visible in many locations (Figure 1b). The average diameter of CHI terminal nodes (232 ± 
93 nm) was approximately twice the size of the brush width. The architecture of the CHI 
nanobrushes (Figure 1c) in this study is similar to the structure of natural brush borders on 
mammalian cells (intestinal enterocyte, kidney proximal tubule cells, placental syncytio-
trophoblasts), which contain a longitudinal, actin-based cytoskeleton that is approximately 100 
nm in diameter and 1000 nm in length
47
. In mammalian cells, these brushes are connected 
transversely by short, actin-binding cross filaments in the inner leaflet and the actin core 
filaments
48
. Our CHI nanobrushes contain a similar feature, as the CHI was cross linked with 
glutaraldehyde, creating a filamentous structure as shown in Fig 1. Hamula et al.
49
 developed 
smaller CHI fingers than shown here by using a variable potential electrodeposition technique on 
gold substrate with 85% deacetylated CHI. In this work, we utilized a non-pulsed deposition 
technique for 5 min at 3 V using 75% deacetylated CHI, which is the most likely source of the 
discrepancy in brush size compared to Hamula et al.
49
 as all other conditions were similar. In our 
preliminary studies, electropolymerization of CHI for 2 min resulted in nanobrushes, which 
showed no appreciable stimulus-response, and polymerization times of longer than 6 min 
resulted in brushes, which did not adhere well to the rGO-nPt electrodes.  
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Figure 1. Representative SEM images of CHI nanobrushes on rGO-nPt electrodes. a) Low 
resolution image shows the formation of brush borders coating the rGO-nPt. b) High resolution 
image shows terminal nodes on the longitudinal shaft that are similar in architecture to natural 
brush borders. c) Image J analysis of CHI nanobrush features. d) Brush structures are shown by 
red rectangles and terminal nodes are highlighted as green circles (full analysis not shown). e) 
Average size of nPt and brush features based on ImageJ size analysis. 
 
Nanobrush electrochemistry 
Electrodeposition of CHI onto rGO-nPt electrodes increased (P < 0.05) the average peak 
oxidative current by 2.6 ± 1.4% and also increased the average electroactive surface area (ESA) 
by 6.1 ± 4.2%, which is similar to previous work by Martins et al.
50
 and Justin et al.
51
; see 
supplemental Figure S2. To characterize the electrostatic interactions during nanobrush 
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actuation, CV curves were analyzed for three different redox probes at various pH, including a 
negatively charged probe (KFeCN6
3-
), a neutral probe (C6H4(OH)2), and a positively charged 
probe (Ru(NH3)6
3+
 (Figure 2). CHI has a pKa value that can vary between pH 6 and 7, 
depending upon the degree of deacetylation. The medium molecular weight CHI used here (75% 
deacetylated) has a pKa of 6.5
52
. When fixed to a surface this corresponds to an extended 
polycationic CHI conformation at pH < 6 due to increased osmotic swelling from protonation of 
polymeric amino groups
53, 54
. Under this condition transport of the KFeCN6
3-
 probe increases due 
to electrostatic interactions, C6H4(OH)2 does not change (Debye shielding), and the Ru(NH3)6
3+
 
probe decreases due to charge repulsion/steric hindrance. Conversely, at pH > 7 polycationic 
amino acids on CHI are deprotonated and revert back to their stable form as hydrogen atoms are 
drawn toward OH
-
 groups. Under this condition the trend in CV data is reversed since the amine 
groups are deprotonated and reactive, inducing steric hindrance for the KFeCN6
3-
 probe and 
increased current for the Ru(NH3)6
3+
 probe. Figure 2a-c shows characteristic CVs for each redox 
probe during brush actuation, and Figure 2d-f shows the average peak current for replicate 
sensors at pH 4 or pH 8 (three repetitive cycles).  
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Figure 2. Electrostatic interactions for various redox probes during nanobrush actuation. 
Chitosan was deposited on rGO-nPt electrodes and CV carried out at pH 4 or 8 (25 °C) for a) a 
negatively charged probe (KFeCN6
3-
), b) a neutral probe (C6H4(OH)2), and c) a positively 
charged probe (Ru(NH3)6
3+
. In panels d) to f) average electroactive surface area (ESA) is shown 
for each redox probe under repeated actuation at pH 4 and pH 8 (n=3); error bars represent the 
standard error of the arithmetic mean. 
In preliminary testing, we analyzed the efficacy of a nanoplatinum-Nafion ionic polymer metal 
composite (IPMC) based on the artificial cilia developed by Sareh et al.
55
 as well as nanobrushes 
synthesized using poly-N-isopropyl-acrylamide (PNIPAAM). These nanobrushes did exhibit 
phase change behavior based on electrical or thermal stimulus, respectively (see supplemental 
Figure S3). However, in this work we only focus on CHI nanobrushes as the other materials are 
either cost prohibitive for food safety analysis or are not approved as non-toxic in food. In the 
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next section, the sensitivity of rGO-nPt electrodes with CHI nanobrushes is explored for Listeria 
detection.  
 
Listeria capture strategy with nanobrush actuation 
Prior to measuring bacteria capture in vegetable broth, actuation tests were carried out to 
determine the most efficient capture strategy based on electrochemical changes during CHI 
nanobrush actuation in the presence of a constant background Listeria concentration of 10
3
 CFU-
mL
-1
. With no cell capture, the average ESA (supplemental Figure S8) for the extended 
nanobrush conformation at pH 5 (3.59 ± 0.01 X 10
-2
 cm
2
) was significantly lower (p = 0.0019) 
than the collapsed conformation at pH 7 (4.8 ± 1.7 X 10
-2 
cm
2
) for repeated cycles using 
ferrocyanide as the redox probe. Similarly, the average charge transfer resistance (Rct) and 
Warburg resistance (W) for the extended conformation (Rct= 1200 ± 340 Ω; W= 1400 ± 450 Ω) 
were significantly higher than the collapsed conformation (Rct= 980 ± 110 Ω; W= 1050 ± 200 Ω) 
(p = 0.002). As shown in Fig 2, this is primarily due to electrostatic interactions between the CHI 
and the redox probe, as well as changes in mass boundary layer thickness as a result of actuation. 
Based on measurements of average peak current and ESA, electron transport changed 
significantly during actuation and in the presence of Listeria. In Figure 3, the extended brush 
conformation at pH < 6 is noted as (EX), the collapsed brush conformation at pH > 6 is noted as 
(COL), the cell capture state is noted by (cap) and the electrochemical measurement step is noted 
by (meas). Sensing efficiency was highest when cell capture was in the extended conformation 
(positive CHI charge) during capture (EX/cap) followed by contraction of the nanobrush during 
the measurement (COL/meas). This high capture efficiency is due to the increased probability of 
aptamer-cell interaction in the extended phase, as well as electrostatic attraction between the CHI 
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and L. monocytogenes below pH 6. Surface charge of L. monocytogenes is a function of cell age, 
substrate type, growth media, although a detailed study by Briandet et al.
56
 showed that under 
most conditions cells are highly negatively charged. 
For the EX/cap→COL/meas strategy, the change in differential peak current (77 ± 12 µA) and 
Rct (73 ± 7 Ω) were significantly higher than the other sensing strategies (p < 0.0001, α = 0.05) 
(Figure 3b). The trends in Figure 3a-b were consistent with impedance data at a cutoff 
frequency (CF) between 1 to 50 Hz (Bode plots shown in Figure 3c), and the maximum 
impedance signal was obtained at a CF of 1 Hz (Figure 3d). Repetitive actuation showed no 
degradation of the nanobrushes as shown in Fig 2; this reversible stimulus-response behavior is 
expected, as reviewed in detail by Yi et al.
54
.  
Figure 3. a) Representative CV (100 mV/sec) showing change in peak current for different 
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states of chitosan extension during Listeria capture (10
3
 CFU/mL). b) Average change in charge 
transfer resistance and differential peak current during nanobrush actuation tests; lowercase 
letters denote statistically different groups for charge transfer resistance and uppercase letters 
denote statistically different groups for differential peak current (ANOVA, α=0.05). c) 
Representative Bode plots, inset shows the impedance at a cutoff frequency of 9 to 10 Hz. d) 
Average impedance at different cutoff frequencies for various capture/measure strategies based 
on chitosan actuation. “EX” refers to extended state (pH 5), “COL” refers to the collapsed brush 
state (pH 7), “cap” refers to cell capture and “meas” refers to measurement. Error bars represent 
standard deviation of the arithmetic mean (n > 3). 
 
Biosensor characterization  
Using the EX/cap→COL/meas strategy, detection of L. monocytogenes was first assessed in 
PBS at 25 °C for rGO-nPt + CHI with each receptor. Bode plots for the aptamer nanobrush and 
antibody nanobrush in PBS buffer (Figure 4a-c) show that the impedance was approximately 
linear at a CF of 1 Hz at an AC potential of 100 mV. In PBS buffer, aptasensors had a higher 
sensitivity (3.6 ± 0.2 kΩ log-CFU-mL
-1
) than the IgG sensors (3.1 ± 0.3 kΩ log-CFU-mL
-1
), and 
the batch to batch variation was lower for replicate aptasensors; the coefficient of variation (CV) 
for aptasensors (0.05) was lower than all imunosensors (0.10). In vegetable broth, the sensitivity 
of aptasensors was not statistically different than the calibration in PBS buffer (3.8 ± 0.2 kΩ log-
CFU-mL
-1
), but significantly higher than immunosensors in vegetable broth (2.7 ± 0.4 kΩ log-
CFU-mL
-1
) or PBS buffer (Figure 4d-f). The behavior of the sensors in PBS buffer was linear up 
to 10
7
 CFU-mL
-1
, but in vegetable broth the calibration curves were non-linear, with a saturation 
effect most likely due to non-specific binding; aptasensors saturated at 10
2
 CFU-mL (linear 
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range from 9.1 to 10
2
 CFU-mL), while immunosensors saturated at 10
4
 CFU-mL (linear range 
from 15.6 to 10
4
 CFU-mL) (Figure 4c,f). This non-specific binding was expected, as vegetable 
broth (purchased from a local grocery store) contains water, aqueous extract from cooked 
carrot/onion/celery, tomato paste, yeast extract, molasses, onion powder, potato flour, natural 
flavor, canola oil, cane sugar, and sea salt, which highlights the importance of calibrating 
pathogen sensors in media specific to the application of interest. 
At a CF of 1 Hz, the LOD for aptasensors in buffer (3.0 ± 2.7 CFU-mL
-1
) was not significantly 
different than the immunosensors (2.9 ± 3.1 CFU-mL
-1
). In vegetable broth, the aptasensor LOD 
(9.1 ± 2.5 CFU-mL
-1
) was lower than the immunosensor LOD (15.6 ± 4.9 CFU-mL
-1
) (ANOVA, 
p < 0.0001, α = 0.05). In buffer, LOD increased with increasing CF for both sensors, which is in 
accordance with expected trends based on Figure 4 (also see supplemental Figure S9-S10). For 
aptasensors, increasing the value of CF did not have an effect above CF =4 Hz, with LOD values 
ranging from 10 to 60 CFU-mL
-1
 below CF = 4 Hz, depending on the confidence interval (CI). 
On the other hand, immunosensors were pseudo first order at low CI (1δ) but linear at high CI 
(3δ). In vegetable broth, the aptasensor LOD was significantly lower than the immunosensor for 
all experimental conditions (ANOVA, p = 0.005, α = 0.05). CF had the same positive correlation 
with LOD for all tests as described above, except for aptasensors at high CI (3δ). Curiously, for a 
CI of 99.9% the LOD decreased exponentially with increasing CF, saturating at 1 CFU-mL
-1
 for 
a CF > 6 Hz. As shown by Couniot et al.
57, 58
, CF has a significant impact on sensitivity and limit 
of detection (LOD) for bacteria sensing. In our studies, the effect of CF on sensor sensitivity and 
LOD was dependent on media type and nanobrush configuration (details are shown in 
supplemental Figure S9-S10). As CF increased to 6 Hz, the LOD decreased exponentially, which 
was more pronounced for IgG-based sensors compared to aptasensors.  
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Figure 4. Nanobrush sensor calibration with aptamers or antibodies in PBS buffer (left) and 
vegetable broth (right) using the EX/cap→COL/meas. (left) Bode plots for a) aptamer-decorated 
and b) IgG-decorated nanobrush sensors in PBS; inset in each plot shows exploded view for a 
CF of 0 to 1.5 Hz at 25 °C. c) Linear calibration curves (R
2
>0.98) for aptamer and IgG 
nanobrush sensors between 10
0
 to 10
7
 log-CFU-mL
-1
 (right). Bode plots for d) aptamer-
decorated and e) IgG-decorated nanobrush sensors in vegetable broth; inset shows exploded view 
for a CF of 0 to 1.5 Hz at 25 °C in vegetable broth. f) Non-linear calibration curves for aptamer 
and IgG nanobrush sensors between 10
0
 to 10
7
 CFU-mL
-1
 (log scale), which show signal 
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saturation at 10
2
 CFU-mL
-1
 for aptasensors and 10
4
 CFU-mL
-1
 for immunosensors (calculated 
using SigmaPlot curve fitting enzyme kinetic module tool to obtain Km value). 
 
To determine specificity, calibrations were repeated in the presence and absence of interfering 
non-target Gram-positive cells (L. innocua and S. aureus) (see supplemental Figure S11-S12). In 
the presence of equal background concentrations L. innocua or S. aureus, the sensitivity (0.39 ± 
0.17 kΩ / log CFU-mL
-1
) was significantly different than for L. monocytogenes detection (p = 
0.01, α = 0.05), which equates to 90% selectivity at equal cell concentrations. The LOD (10 ± 2 
CFU-mL
-1
) and response time (17 min) were not significantly different than tests performed with 
L. monocytogenes alone. Although Ohk et al.
59
 showed that the 47-mer used here also binds L. 
innocua and promiscuity towards S. aureus, our data in the nanobrush system shows that the 
output signal is relatively low when compared to the capture of L. monocytogenes.  
Table 1 shows the performance of nanobrush sensors from this work in both PBS buffer and 
vegetable broth compared to other devices in the literature. The most accurate sensors to date 
utilize impedimetric transduction techniques. As the CF analysis above showed (see 
supplemental Figure S9-S10), the LOD for nanobrush aptasensors at a CI of 99.9% is 1 CFU-
mL
-1
 in vegetable broth at a CF > 6 Hz. However, in Table 1 all LOD data is reported at a CF 
equal to 1 Hz so that a fair comparison of different impedimetric sensors can be shown. Even at 
this CF, the nanobrush border sensors have one of the lowest reported LOD in real food samples 
at 9.1 CFU-mL
-1
 and 15.6 CFU-mL
-1 
for the aptasensors and immunosensors, respectively. 
While some sensors in literature compare with these detection limits, the nanobrush sensors have 
one of the fastest response times, with a total detection time of 17 minutes including sample 
exposure and testing.  
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Radhakrishnan et al.
60
 developed a gold electrode-based immunosensor for L. monocytogenes 
and reported a LOD of 5 CFU-mL
-1 
in tomato extract; however, the incubation time was not 
reported and the gold electrode (0.19 cm
2
) was ten times larger than our electrodes. Additionally, 
no selectivity testing was shown and the samples required extensive pretreatment. Chemburu et. 
al
61
 developed a 30 min amperometric sandwich immunoassay utilizing carbon dots as the 
platform with a LOD of 10 CFU-mL
-1 
in PBS buffer, but failed to achieve the same LOD in real 
food samples. Ding et al.
62
 developed a potentiometric sensor based on aptamer-bacteria-
protamine interactions and showed a LOD of 10 CFU-mL
-1
 in tris-buffered saline (TBS) with a 
response time of 40 minutes. While these sensors are innovative, they require a labeling step and 
are relatively complicated. The nanobrush border sensor is a label-free, direct analytical 
technique that only requires modification of the sample pH during measurement. 
Other methods based on mass or optical transduction methods have also been reported for 
detection of L. monocytogenes. Piezioelectric cantilevers have a relatively high LOD (10
2
 CFU-
mL
-1
) and require up to one hour for testing in food samples, not including sample pre-
separation
63
. Quartz crystal microbalance sensors have been used to improve LOD to 10 CFU-
mL
-1
 in milk samples
64
, but require at least 2 hours to complete and considerable sample 
pretreatment. Fiber optic sensors for interrogating aptamer binding to L. monocytogenes have a 
LOD near 10
3
 CFU-mL
-1
 and analysis requires up to 4 hours
59
. Lee et al.
65
 improved on this 
LOD and measured cell concentrations as low as 20 CFU-mL
-1
 in 2 hours, but did not challenge 
the sensor in a food matrix. Colorimetric assays
66
 are rapid (including loop-mediated isothermal 
amplification or LAMP), with total analysis time of less than one hour, but with poor LOD 
values near 10
2 
CFU-mL
-1
. The LOD can be improved considerably with sample pretreatment
67
, 
but this adds to the analysis time, which is not desirable in a food processing environment.  
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Table 1. Biosensor performance and comparison to other devices in the literature. 
 
Sensor Type (E/P/M) Sample Sensitivity 
Range 
[CFU-
mL
-1
] 
Analysis 
Time 
Reference 
Im
p
ed
em
et
ri
c
 
Nanobrush Aptasensor 
(E) 
PBS 
3.6 ± 0.2 
kΩ/log CFU-
mL
-1
 
3.0 to 10
7
 17 min This Work 
Nanobrush 
Immunosensor 
(E) 
PBS 
3.1 ± 0.3 
kΩ/log CFU-
mL
-1
 
2.9 to 10
7
 17 min This Work 
Nanobrush Aptasensor 
(E) 
VEG 
3.8 ± 0.2 
kΩ/log CFU-
mL
-1
 
9.1 to 10
2
 17 min This Work 
Nanobrush 
Immunosensor 
(E) 
VEG 
2.7 ± 0.4 
kΩ /log CFU-
mL
-1
 
15.6 to 
10
4
 
17 min This Work 
Gold Electrode 
Immunosensor 
(E) 
Tomato 
Extract 
1.129 
kΩ cm
2
/ CFU-
mL
-1
 
5 to NR NR Radhakrishnan
60
 
A
m
p
er
o
m
et
ri
c
 
Antibody on Highly 
Dispersed Carbon 
Particles 
(E) 
Milk & 
Chicken 
Extract 
Milk: 
0.0021µA/ 
CFU-mL
-1 
(Estimated) 
 
Chicken: 
0.0033 µA/ 
CFU-mL
-1 
(Estimated) 
PBS: 10 
to 
1.5x10
3
 
Milk: 10
2
 
to 
1.5x10
3
 
Chicken: 
2x10
2
 to 
1.5x10
3
 
30 min 
Chemburu 
61
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P
o
te
n
ti
o
m
et
ri
c
 
Polycation Sensitive 
Membrane Electrode with 
Aptamers and Protamine 
(E) 
TBS 
0.19 mV/ 
CFU-mL
-1
 
(Estimated) 
10 to NR 40 min Ding
62
 
C
a
n
ti
le
v
er
 Piezoelectric 
Nanocantilever 
Immunuosensor 
(M) 
Milk/ 
PBS 
Blend 
18.2 Hz/10
3 
CFU-mL
-1
 
10
2
 to NR 1 hour Sharma
63
 
Q
C
M
 
QCM with ssDNA 
modified Gold 
Nanoparticles 
(M) 
Milk 
86.5 Hz/log 
CFU-mL
-1 
(Estimated) 
10 to NR 
Pretreatment 
Time: NR 
Test: 2 hours 
Zhou
64
 
F
lu
o
re
sc
en
ce
 
Antibody 
Captured/Aptamer 
Tagged with Fiber Optic 
(P) 
TBS 
2850 
Signal(pA)/ 
log CFU-mL
-1
 
(Estimated) 
10
3 
to 10
9
 4 hours Ohk
59
 
Fluorescent Tagged 
Aptamer Sandwich Assay 
(P) 
BHI 
9533.3 
Fluorescent 
Intensity/log 
CFU-mL
-1
 
20 to 
2x10
6
 
2 hours Lee
65
 
C
o
lo
ri
m
et
ri
c
 
Magnet Nanoparticle with 
D-Amino Acid Substrate 
(P) 
Milk 
4.7x10
-5 
%Cleavage/ 
CFU-mL
-1
 
(Estimated) 
2.17x10
2
 
to NR 
15 min Alhogail
66
 
ELISA-on-a-Chip 
Immunosensor with 
Pretreatment 
(P) 
PBS 
0.8809 
Logit/ln CFU-
mL
-1
 
2.4 to NR 
6 hours 
20 min 
Seo
67
 
 
For sensor type: E = electrochemical, P = photonic, M = mass 
Range = LOD (CI = 99.9%) to the upper limit of the linear calibration plot 
Time = response time (including incubation/preconcentration) 
PBS = phosphate buffered solution 
VEG = vegetable broth 
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TBS = tris-buffered saline 
BHI = brain heart infusion broth 
QCM = quartz crystal microbalance 
NR = not reported 
(Estimated) = NR sensitivities estimated by slope analysis of calibration curves 
 
The nanobrush sensor platform developed in this work meets the demand for rapid sensors that 
have acceptable LOD in real food samples containing non-target cells. Importantly, the 
biomimetic material in this study is based on a simple stimulus-response actuation driven by 
local pH. Compared to the sensors listed in Table 1, the nanobrush sensors have the following 
advantages: i) the smallest physical working area (0.02 cm
2
), ii) shortest cell capture and sensing 
time (17 min), iii) no requirement for label, iv) simple user operation, and v) low material cost 
(chitosan is an abundant natural material). We attribute the excellent performance of the sensor 
to the biomimetic strategy used for cell capture. Natural symbiotic systems, such as the intestinal 
wall or the light organ of the Hawaiian bobtail squid contain stimulus-responsive cilia brush 
borders that are similar in architecture and electrical properties as the sensors herein. Nanobrush 
borders allow for vastly increased contact surface area with microbes, and alternate surface 
charge during actuation. Decorating a nanobrush with a receptor such as a cell-specific aptamer 
adds another layer of engineered performance. 
 
Conclusions 
The results obtained in this study confirm the basic concept of nanobrush stimulus-response as 
a mechanism for capturing bacteria, and this is the first study to prove that nanobrush actuation 
in stagnant media improves capture (relative to no actuation). In other work, various cell-
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targeting receptors have been conjugated to CHI, typically as a suspended nanoparticle (NP) 
(reviewed by Bruno et al.
68
). Sayari et al.
69
 developed CHI-aptamer NP based on carboxyethyl 
CHI ester and Ghasemi et al.
70
 developed a similar NP based on hyaluronan-doped CHI. Similar 
NPs have been developed for drug delivery using antibodies (reviewed by Ragelle et al.
71
), 
peptides (reviewed by Layek et al.
72
), lectins (Liu et al.
73
), and folic acid (Yang et al.
74
). 
However, to date this chemistry has not been used to develop biomimetic brush border 
nanostructures for pathogen sensing, as described herein. The inclusion of CHI nanobrushes as a 
biomimetic brush border requires careful control over chain length, receptor adsorption, and 
hydrophobicity. As shown in Figure 1 and supplemental Figure S13 (the data from 2.5 to 10 min 
electrodeposition time), architecture and feature play an important role on bacteria capture and 
sensing performance. Moreover, peak current and ESA decrease after receptors (aptamer or IgG) 
are conjugated to the CHI nanobrushes. Further studies are required to fully understand 
nanobrush actuation and ultimately optimize bacteria capture and sensing. 
Although we did not study changes in fluidic transport here, Ballard et al.
75
 and others have 
showed that actuation of microcilia can be used as a mechanism for controlling microfluidic-
driven advection during bacteria capture and/or nanoparticle transport. In future designs, this 
principle could be combined with the sensing strategy herein to develop next generation 
biomimetic nanosensors that combine fluidic mixing with pathogen capture based on brush 
actuation. For instances, autonomous sensing and high throughput sensing could be achieved 
with the combination of fluidic mixing and loop-mediated microfluidic designs. 
The combination of other techniques such as magneto-separation or dielectrophoresis could 
also assist in bacteria capture at the sensor surface to further improve the LOD. Recent work by 
Wang et al.
18
 using magneto-separation followed by electrochemical sensing showed a LOD of 
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10 CFU-mL
-1
 of enteric pathogen Escherichia coli O157:H7 in 1 hour (from sample processing 
to final readout). We have demonstrated a rapid method (17 min) that can selectively detect L. 
monocytogenes at concentrations ranging from 9 to 10
7
 CFU-mL
-1
, which covers relevant levels 
for food safety analysis. Use of this bioinspired sensing material is among the most efficient 
capture mechanisms for L. monocytogenes, and does not require any sample pre-incubation or 
addition of exogenous reagents. The biomimetic nanostructure herein is a highly efficient 
platform for capturing bacteria in complex matrices, such as food samples. 
 
Materials and methods 
Chemicals and reagents  
Chloroplatinic acid, 11-mercaptoundecanoic acid (11-MUA), chitosan (Medium molecular 
weight, 75-85% deacetylated, 200-800 cP), buffered peptone water (BPW), lead acetate, 
hydroquinone, and hexaamineruthenium(III) chloride were purchased from Sigma Aldrich (St. 
Louis, MO). Platinum/iridium (Pt/Ir) electrodes, reference electrodes (Ag/AgCl) and Pt auxiliary 
electrodes were purchased from BASi Inc. (West Lafayette, IN). Glutaraldehyde, 25% (w/w) 
aqueous solution, and single layer graphene oxide (GO) were purchased from ACS Materials 
(Medford, MA). MES (2-[morpholino]ethanesulfonic acid), NHS (N-hydroxysuccinimide) and 
potassium nitrate were purchased from Alfa Aesar (St. Louis, MO). Sodium chloride and 
potassium chloride were purchased from EM Science (Darmstadt, Germany), EDC (1-ethyl-3-[3-
dimethylaminopropyl]- carbodiimide) were purchased from ThermoScientific (Waltham, MA) 
and potassium ferrocyanide was purchased from Ward’s Science (Rochester, NY). Tryptose 
phosphate broth (TPB) was purchased from HiMedia (Mumbai, India); buffered peptone water 
(BPW) and tryptic soy broth (TSB) were acquired from Becton, Dickson and Company (Sparks, 
MD). Petrifilm-Rapid Aerobic Count Plates were purchased from 3M (St. Paul, MN), and 
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potassium phosphate (monobasic) was purchased from Fisher chemicals (Pittsburg, PA). See 
supplemental section for specific methods used to prepare stock solutions. The DNA aptamer 
developed by Ohk et al.
66
 for targeting L. monocytogenes Internalin A (47-mer, Kd = 10
3
 CFU-
mL
-1
, MW 14811.63 g/mol) was purchased from Genelink (Hawthorne, NY). Polyclonal goat 
based anti-Listeria antibodies used were purchased from KPL, Inc. (Gaithersburg, MA). 
 
Bacteria Culture 
Listeria innocua (ATCC 33090) and L. monocytogenes (ATCC 15313) were resuscitated in 
TPB, and Staphylococcus aureus (ATCC 25923) was resuscitated in TSB. L. innocua is similar 
to L. monocytogenes with many of the same ecological, biochemical and genetic characteristics 
with the exception that L. innocua is a non-pathogenic strain, and therefore both L. innocua and 
S. aureus were used for analyzing sensor selectivity. All cells used two identical consecutive 
transfers and were incubated for 24 hours under aerobic conditions. Cultures were maintained on 
tryptic soy agar (TSA) and TSA with yeast extract (TSAYE) slants for S. aureus and Listeria; 
respectively, stored at 4°C for no more than 3 months. Total aerobic plate counts were measured 
in triplicate. Samples of the bacteria were serially diluted in BPW and plated on petrifilms (3M 
aerobic plate count, St. Paul, MN) and then petrifilms were incubated for 48 hours at 35 °C 
before counting the colony growth; results were reported as CFU-mL
-176
. Caution! L. 
monocytogenes and S. aureus are pathogenic microorganisms and must be handled using 
biosafety level 2 standards established by the National Institute of Health. 
 
Nanomaterial deposition 
Page 24 of 33Analyst
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60
A
na
ly
st
A
cc
ep
te
d
M
an
us
cr
ip
t
Pu
bl
ish
ed
 o
n 
08
 M
ar
ch
 2
01
8.
 D
ow
nl
oa
de
d 
by
 Io
w
a 
St
at
e 
U
ni
ve
rs
ity
 o
n 
14
/0
3/
20
18
 2
0:
43
:4
4.
 
View Article Online
DOI: 10.1039/C7AN02039B
  
25
Pt/Ir electrodes were cleaned prior to use following the procedures in Vanegas et al.
45
 and 
Burrs et al.
44
. Pt/Ir electrodes were modified with a graphene-nanoplatinum “sandwich” 
transducer layer using the methods in Vanegas et al.
45
. In summary, a base nanoplatinum (nPt) 
layer was formed by electrodeposition in 1.44% (w/w) chloroplatinic acid and 0.002% (w/w) 
lead acetate at 10 V (constant potential) for 90 s using a BK Precision single output, 
programmable DC power supply (Yorba Linda, CA). Next, 2 µL of rGO stock solution (see 
supplemental section for details) was drop cast onto the nPt-modified electrode, dried for 1 min 
at room temperature, heated to 40 
o
C for 30 s using a 1875 W heat gun, and spin coated 
according to Burrs et al.
44
. Finally, a second layer of nPt was formed at 10 V for 30 s, and 
sensors were stored at room temperature until used. For nanobrush deposition, nPt-rGO 
decorated electrodes were immersed in 10 mL of the CHI solution (prepared by mixing 1 g-CHI 
into 100-mL acidified DI water, previously heated to 40 
o
C and pH adjusted to 5 using 2.5 M 
HCl solution, and stirring solution overnight) and connected to the cathode of a DC power 
supply with a 1 mm diameter platinum wire as the anode. CHI was electrodeposited at 3 V for 5 
min according to Luo et al.
77
. 
To determine the effect(s) of nanobrush flexibility on aptasensor performance, the 47-mer 
(DNA) by Ohk et al.
59
 was modified with two different functional groups; one aptamer was 
terminated at the 3’ end with an amine, and one was terminated at 3’ with a thiol group. For 
adsorption of DNA aptamers to nPt-rGO modified electrodes by amine-carboxyl chemistry, the 
surface was first carboxylated by forming a self-assembled monolayer (SAM) with 11-MUA (18 
C groups). Electrodes were immersed in 500 µL of the MUA solution (see supplemental section 
for details) for 30 minutes at room temperature, and then electrodes were placed in 500 µL of a 
EDC/NHS stock solution for 2 hours at room temperature under agitation (Jantra et al.
78
). The 
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carboxylated nPt-rGO electrode was then immersed into a solution containing hydrated aptamers 
(either 50, 100, 200 or 400 nM) and allowed to adsorb for 2 h at room temperature under 
agitation. For adsorption of thiolated aptamers, an aliquot of stock solution (2 µL) was drop 
coated onto nPt-rGO electrode and dried at room temperature for 30 minutes (Vanegas et al.
45
). 
To conjugate aptamers to CHI, a 10% (w/v) solution of glutaraldehyde was prepared, then 
hydrated aptamer solution was added to a final concentration of either 50, 100, 200 or 400 nM, 
and CHI-modified electrodes were immersed in 500 µL of this suspension for 2 hours at room 
temperature under agitation. Polyclonal antibodies (IgG) were deposited on modified electrodes 
using carboxyl amine chemistry using the same methodology as described above; either with 
glutaraldehyde as a cross linker (for CHI-conjugated IgG) or with a 11-MUA SAM. All modified 
electrodes were stored in Tris-EDTA buffer (see supplemental) at 5 °C when not in use.  
 
Imaging 
Imaging was conducted using a Quanta 600 FEG scanning electron microscope (SEM) from 
FEI (Hillsboro, Oregon) at 5 kV and 5,000X or 10,000X magnifications. All electrodes were first 
coated with a 10 nm thick layer of platinum using a Cressington sputter coater 208 HR (Watford, 
United Kingdom); electrodes were allowed to ventilate for 30 min prior to SEM imaging. 
 
Electrochemistry  
All electroactive surface area (ESA) and electrochemical impedance spectroscopy (EIS) tests 
were performed with a 3-electrode cell set up with a Ag/AgCl reference electrode and a platinum 
auxiliary electrode using a CH Instruments potentiostat (CHI6044E; Austin, TX). The tests were 
all conducted in a 20 mL electrochemical cell (17 mL sample volume). Cyclic voltammetry (CV) 
Page 26 of 33Analyst
1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41
42
43
44
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
60
A
na
ly
st
A
cc
ep
te
d
M
an
us
cr
ip
t
Pu
bl
ish
ed
 o
n 
08
 M
ar
ch
 2
01
8.
 D
ow
nl
oa
de
d 
by
 Io
w
a 
St
at
e 
U
ni
ve
rs
ity
 o
n 
14
/0
3/
20
18
 2
0:
43
:4
4.
 
View Article Online
DOI: 10.1039/C7AN02039B
  
27
was conducted in 4 mM redox probe (either potassium ferricyanide trihydrate, hydroquinone, or 
ruthenium chloride) and 1 M potassium nitrate to determine ESA via the Randles-Sevcik 
theorem, as previously described
45, 79, 80
. CV was performed using a sweep range of 650 mV with 
a switching potential of 650 mV and a 30 second quiet time. For CV tests, a range of scan rates 
was used (50, 100, 150 and 200 mV/s). EIS was performed in 4 mM potassium ferricyanide 
trihydrate and 1 M potassium chloride. An initial DC voltage of 0.25 V was applied with a 
frequency range of 1 Hz to 100 kHz and an AC amplitude of 100 mV. All aptamer adsorption 
studies were performed in 4 mM potassium ferricyanide trihydrate and 1 M potassium nitrate in 
distilled water. For CHI actuation tests the pH of ferrocyanide solution was adjusted to pH 5 or 
pH 7 using a 2.5 M HCl or NaOH solution; solution pH was monitored during tests to ensure 
reported pH did not change by more than 0.5 pH units.  
 
Bacteria Detection  
EIS was used to determine the limit of detection (LOD), range and sensitivity of each 
biosensor. Complex plane diagrams (Nyquist plots) were used to determine the charge transfer 
resistance (Rct), solution resistance (Rs), Warburg impedance (Zw), and double layer capacitance 
(Cdl). Bode plots were used to determine the impedance at a fixed cutoff frequency (Z”). Change 
in normalized impedance (∆ZN
’’
) was determined from Bode plots based on equation 1, where 
Zo
’’
 is the measured imaginary impedance in the absence of bacteria (i.e., baseline impedance). 
The sensitivity was taken as the linear slope of the calibration curve prepared by plotting (∆ZN
’’
) 
versus bacteria concentration in log-CFU-mL
-1
. 
''
''''
''
o
o
N
Z
ZZ
Z
−
=∆      (equation 1) 
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LOD was estimated using the 3 sigma method (99.7% confidence interval) according to 
equation 2: 
s
ZZ
LOD
o
''
int
'' 3 −+
=
δ
    (equation 2) 
where:  
<∆Zo
’’
> = mean imaginary impedance in the absence of bacteria [Ω];  
σ = standard deviation of arithmetic mean for replicate Zo
’’
 [Ω] data,
  
Zint
’’ 
= ordinate intercept for linear calibration plot [Ω]; and 
s= sensitivity (slope) of calibration curve [Ω / log-CFU-mL
-1
]. 
 
Selectivity was measured by calculating the net percent change in sensitivity and LOD in the 
presence of Listeria and another Gram-positive bacteria (S. aureus or L. innocua) for 
concentrations from 10 to 10
7
 CFU-mL
-1
 in buffer or vegetable broth, as noted. 
 
Statistical Analysis 
A completely randomized design with equal replications was used in this study. All 
experiments were performed in triplicate as independent experiments and results were expressed 
as mean ± standard deviation. Data analysis was performed using SPSS software (version 21.0 
for Windows). Differences between variables were tested for significance by one-way analysis of 
variance (ANOVA) and significantly different means (p < 0.05) were separated by the Tukey 
test. 
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Nanobrush border sensing strategy for bacteria capture uses a combination of receptor-target 
binding and electrostatic interactions during stimulus-response actuation. 
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